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Test Kit
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Water-i.d.
water testing equipment

®

Made in Germany

Quality Reagents

Sulphite  Tablet-count method

Sulfit
  Tabletten-Zählverfahren

Sulfite
  Methode de comptage à pilule

Sulfito
  Metodo di conteggio de pastiglie

Sulfito
  Método Contador de tabletas

Sulfito
  Método de contagem de comprimidos

Sulfit
  Tablettællings-metoden

Sulfiet
  Tablet-telmethode

(High Range)

Sulphite No. 1
Sulphite No. 2 HR

Na SO  (10 - 500 mg/l)2 3



=

10 ml

20 ml

50 ml

100 ml

0 50 ml:  (         x 40) - 20  = mg/l  Na SO  2 3Sulphite  No.  2 HR

100 ml:  (         x 20) - 10  = mg/l  Na SO  2 3Sulphite  No.  2 HR
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Sulphite No. 1

10 ml

20 ml

50 ml

100 ml

3

10 ml

20 ml

50 ml

100 ml

10 ml

20 ml

50 ml

100 ml

50 ml

100 ml

10 ml

20 ml

10 - 250 mg/l Na SO2 3

20 - 500 mg/l Na SO2 3

10 ml

20 ml

50 ml

100 ml

Sulphite No. 2 HR
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Made in Germany

Quality Reagents


